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Abstract
Reprocessing of gastrointestinal (GI) endoscopes and accessories is an essential part of patient safety and quality control in GI endoscopy centers. However, current endoscopic reprocessing guidelines or procedures are not adequate to ensure patient-safe endoscopy. Approximately 5.4 % of the clinically used duodenoscopes remain contaminated with high-concern microorganisms. Thus, the Digestive Endoscopy Society of Taiwan (DEST) sets standards for the reprocessing of GI endoscopes and accessories in endoscopy centers. DEST organized a task force working group using the guideline-revision process. These guidelines contain principles and instructions of step-by-step for endoscope reprocessing. The updated guidelines were established after a thorough review of the existing global and local guidelines, systematic reviews, and health technology assessments of clinical effectiveness. This guideline aims to provide detailed recommendations for endoscope reprocessing to ensure adequate quality control in endoscopy centers.



	Previous article in issue
	Next article in issue

Keywords
Endoscope reprocessing
Disinfection
Sterilization
Endoscopy
Guidelines


Recommended articles


Cited by (0)


© 2023 Taiwan Society of Microbiology. Published by Elsevier Taiwan LLC.
Recommended articles
No articles found.

Article Metrics
View article metrics



[image: Elsevier logo with wordmark]
	About ScienceDirect
	Remote access
	Shopping cart
	Advertise
	Contact and support
	Terms and conditions
	Privacy policy


Cookies are used by this site.  Cookie Settings
All content on this site: Copyright © 2024 Elsevier B.V., its licensors, and contributors. All rights are reserved, including those for text and data mining, AI training, and similar technologies. For all open access content, the Creative Commons licensing terms apply.

[image: RELX group home page]

















